
Determination of Chloroacetanilide Herbicide Metabolites in Water Using High-Performance Liquid Chromatography-Diode 1
Array Detection

Table 6. Mean method detection limits for seven
determinations of chloroacetanilide herbicide metabolites
spiked at 0.25 micrograms per liter in reagent water using
high-performace liquid chromatography-diode array detection
[MDL, method detection,µg/L, micrograms per liter; ESA, ethanesulfonic
acid; OXA, oxanilic acid]

Metabolite

Mean
observed

concentra-
tion ( µg/L)

Mean
standard
deviation

(µg/L)
Mean MDL

(µg/L)

Acetochlor ESA 0.28 0.16 0.15

Acetochlor OXA   .22   .18   .17

Alachlor ESA   .25   .10   .09

Alachlor OXA   .21   .17   .16

Metolachlor ESA   .27   .10   .09

Metolachlor OXA   .27   .14   .13
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